STANDARD  LAMP.                               241

out in the presence of and by arrangement with the Gas Examiner,
either with hot water alone or with any usual solvent such as
benzol, naphtha, or petroleum, but ihe use of such solvents is to
be followed by a washing with hot water. In every case where
the service pipe is washed out the Gas Company shall send a
letter to the Gas Referees explaining why the washing was
considered necessary. The Gas Companies may, if they think
fit, provide a tap and funnel in any testing place for the purpose
of such washing out.

No testing for illuminating power is to be made until after
the lapse of an hour since the last washing out.

As to the

STANDARD LAMP TO BE USED FOR TESTING ILLUMINATING
POWER.

The standard to be used in testing the illuminating power
of gas shall be a Pentane lo-candle Lamp which has been
examined and certified by the Gas Referees. A description of
the lamp is given in Appendix A. The residue of pentane in
the saturator shall, at least once in each calendar month, be
removed, and shall not be used again in any testings.

The pentane to be used in this lamp shall be prepared as
described in Appendix B, and shall show when tested the
properties there specified.

All pentane provided by the Gas Companies will be examined
and certified by the Gas Referees, and will be sent to the testing
places in cans, which have been both sealed and labelled by
them; and no pentane shall be used in the testing places other
than that which has been thus certified.

The procedure to be followed in the issue of pentane to the
testing places is described in Appendix C.

As to the
TIMES AND MODE OF TESTING FOR ILLUMINATING POWER.
i. Testings with the Metropolitan Argand Burner, No. 2.
The testings for Illuminating Power made with the Standard
Argand shall be three in number daily. " The tests for illumin-
ating power shall be taken at intervals of not less than one hour.5'
" The average of all the testings at any testing place on each
Q